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Limitation of Liability 
 
 
PANLAB does not accept responsibility, under any circumstances, for any harm or 
damage caused directly or indirectly by the incorrect interpretation of what is 
expressed in the pages of this manual. 
Some symbols may have more than one interpretation by professionals 
unaccustomed to their usage. 
PANLAB reserves the right to modify, in part or in total, the contents of this document 
without notice. 
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1. SYMBOLS TABLE 

 
Recognizing the symbols used in the manual will help to understand their meaning: 
 

DESCRIPTION SYMBOL 

Warning about operations that must not be done because they can 
damage the equipment  
Warning about operations that must be done, otherwise the user can be 
exposed to a hazard.  
Protection terminal ground connection. 

 
Warning about a hot surface which temperature may exceed 65ºC 

 
Warning about a metal surface that can supply electrical shock when it’s 
touched.  

Decontamination of equipment prior to disposal at the end of their 
operative life  
Waste Electrical and Electronic Equipment Directive (WEEE)  
 

 
 

2. GOOD LABORATORY PRACTICE 

 
Check all units periodically and after periods of storage to ensure they are still fit for 
use. Investigate all failures which may indicate a need for service or repair. 
 
Good laboratory practice recommends that the unit be periodically serviced to ensure 
the unit is suitable for use. Users must follow preventive maintenance instructions. If 
the equipment requires service, arrange this through your local distributor. All units 
must be cleaned and decontaminated prior to being sent for Inspection, Servicing, 
Repair or Return. 
 
  

Decontamination prior to equipment disposal 

In use this product may have been in contact with bio hazardous 
materials and might therefore carry infectious material. Before disposal 
the unit and accessories should all be thoroughly decontaminated 
according to your local environmental safety laws. 
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3. UNPACKING AND EQUIPMENT INSTALLATION 

 

 

WARNING: Failure to follow the instructions in this section may 
cause equipment faults or injury to the user.  
 

 
 

A. No special equipment is required for lifting but you should consult your local 
regulations for safe handling and lifting of the equipment. 

B. Inspect the instrument for any signs of damage caused during transit. If any 
damage is discovered, do not use the instrument and report the problem to 
your supplier. 

C. Ensure all transport locks are removed before use. The original packing has 
been especially designed to protect the instrument during transportation. It is 
therefore recommended to keep the original carton with its foam parts and 
accessories box for re-use in case of future shipments. Warranty claims are 
void if improper packing results in damage during transport. 

D. Place the equipment on a flat surface and leave at least 10 cm of free space 
between the rear panel of the device and the wall. Never place the equipment 
in zones with vibration or direct sunlight. 

E. Once the equipment is installed in the final place, the main power switch must 
be easily accessible. 

F. Only use power cords that have been supplied with the equipment. In case that 
you have to replace them, the spare ones must have the same specs that the 
original ones. 

G.  Make sure that the AC voltage in the electrical network is the same as 
the voltage selected in the equipment. Never connect the equipment to a 
power outlet with voltage outside these limits.  

 

 
The manufacturer accepts no responsibility for improper use of the equipment or the 
consequences of use other than that for which it has been designed.  

     
WARNING 

For electrical safety reasons you only can connect equipment to 

power outlets provided with earth connections . 

This equipment can be used in installations with category II over-
voltage according to the General Safety Rules. 
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WARNING 

PC Control 

Some of these instruments are designed to be controlled from a PC. To 

preserve the integrity of the equipment it is essential that the attached PC 

itself conforms to basic safety and EMC standards and is set up in 

accordance with the manufacturers’ instructions. If in doubt consult the 

information that came with your PC. In common with all computer 

operation the following safety precautions are advised. 

• To reduce the chance of eye strain, set up the PC display with the correct 

viewing position, free from glare and with appropriate brightness and 

contrast settings 

• To reduce the chance of physical strain, set up the PC display, keyboard 

and mouse with correct ergonomic positioning, according to your local 

safety guidelines.                            
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4. MAINTENANCE 

 
 

 

 
WARNING: Failure to follow the instructions in this section may cause 
equipment fault. 

 

 PRESS KEYS SOFTLY – Lightly pressing the keys is sufficient to activate them. 
 

 Equipment does not require being disinfected, but cleaning to remove urine, feces 
and odor is suggested to maintain proper function. Using a wet cloth or paper with 
soap (which does not have a strong odor) is recommended. NEVER USE ABRASIVE 
PRODUCTS OR DISSOLVENTS.  

 

 NEVER pour water or liquids on the equipment. 
 

 Once you have finished using the equipment turn it off with the main switch. Clean 
and check the equipment so that it is in optimal condition for its next use. 

 

 The user is only authorized to replace fuses with the specified type when necessary. 
 
 
 
 
 
 
 
 
 

 
 

  

Figure 1. Power inlet, main switch and fuse holder. 

 
 

FUSE REPLACEMENT OR VOLTAGE SETTING CHANGE 
 

In case of an over-voltage or other incident in the AC net making it impossible to turn 
on the equipment, or if the equipment voltage setting is incorrect, check fuses 
according to the following procedure.   

 
1 Remove power cord from the power inlet. 

 

SWITCH 
FUSE-HOLDER 

OPENING FLANGE 
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2 Open fuse-holder by pulling the 
flange with a regular      
screwdriver. 
 

 
  Figure 2. Open fuse-holder door. 

 
3 Extract fuse holder using the 

screwdriver. 
 

 
  Figure 3. Extract fuse-holder. 

4 Replace fuses if necessary. Insert fuses in the fuse-holder in the correct position. 
 

 

  
 CORRECT INCORRECT 
 Figure 4. Fuses position. 

5 Insert the fuse-holder again, positioning it according to the voltage in the AC net. 
 

 

  
 115V POSITON 230V POSITION 
 Figure 5 Fuse holder position. 

6 If the fuses blow again, unplug the equipment and contact technical service.  
 

     
WARNING 

 
For electrical safety reasons, never open the equipment. The power 
supply has dangerous voltage levels.  
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6. INTRODUCTION 

 
The LE400 is a multi-chamber air supplier, individually controlling the air flow supplied 
to up to 4 cages. This apparatus also sequentially switches the air from the 
experimental chambers to the LE405 gas analyzer. 
 
Flow is regulated individually for each chamber. This gives the investigator greater 
flexibility, allowing them to work simultaneously with different species, such as mice 
and rats. This individual flow adjustment also makes it possible to evaluate the effect 
of the flow on metabolic experiments. 
  
The LE400 was designed to work with the LE405 gas analyzer as well as the 
Metabolism software for data acquisition and analysis. The complete OxyletPro  
system allows metabolic studies in rodent research models, which require very high 
sensitivity and stability. 

 

Figure 6. LE400 Air Supply & Switching Unit. 

 
The LE400 makes it possible to increase the number of metabolic chambers 
monitored up to 40. In such cases, multiple LE400s are connected to the local bus 
sync, shipped with all equipment. This scalability makes it easy to adapt the system to 
meet both current and future research needs.  
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7. EQUIPMENT DESCRIPTION 

7.1. FRONT PANEL 

 
 
 
 

 

 

 

 

 

 

 

 

 

 

 

 

 

Figure 7. Front Panel. 

 Time: Shows the switching time. 

 +/-: Increases/decreases the timer. 

 Auto/Manual: Selects the working mode: Automatic or Manual. 

 Room Air: The system will take the air from the room when this key is pressed. 

 On: Selects the metabolic chamber. 

 Pilots: The active chamber is indicated by a blinking light. 

 Flow: Shows the flow supplied to each chamber. 

 Regulators: All independent adjustment of the flow supplied to each cage. 

 

     
 

WARNING: If you exceed the maximum measurable flow, the indicator 
will show “E1”, error 1. Close the corresponding regulator to eliminate 
this error.  

   AUTO/MANUAL    ROOM AIR                        REGULATORS          

   TIME                      +/-                FLOW 

  
PILOTS 
 
ON 
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7.2. REAR PANEL 

 

 
 
 
 

Figure 8. Rear Panel. 

 

 Air Inlet: Double air inlet. 
o The bigger inlet is used to supply air into the pump. This air is supplied 

to the cages.  
o The smaller inlet is used to sample the air of the room when the system 

is measuring ROOM AIR. 
 

 Pump Outlets: There is one pump outlet for every cage. The air goes from this 
outlet to the inlet of the cage. 

 

 Inlets: There is an inlet for each cage. The air comes from the outlet of the 
cage to this inlet and then is sent to the LE405 analyzer through the Sample 
Outlet. 

 

 Sample Outlet: The air from the switched cage is sent through this outlet to 
the LE405 gas analyzer. 

 

 Analog Flow: Analog signal proportional to the flow supplied to the cage that 
is switched at this time. The voltage-flow ratio is 0.1+1.8*V/l/min. 

 

INLETS                               PUMP OUTLETS                                            AIR INLET           FAN          

           ANALOG      EVENT      SYNC             USB   SAMPLE           POWER INLET 
              FLOW       MARKER               OUTLET       
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 Event Marker: Analog signal indicating that the cage switched at this 
moment. The relationship between voltage and cage is the following: 

 

Event Marker (V)  Active Cage 

0 None 

0.5 Room Air 

1 Cage 1 

1.5 Cage 2 

2.0 Cage 3 

2.5 Cage 4 

 
 

 Sync: Synchronism signal with LE400 and LE405.  
 
WARNING This is not an inlet to a local Ethernet network although the 
connector is the same. 

 
 

 USB:  USB port to connect to the computer. 
 

 Power Inlet: This is the power inlet, main switch and fuse holder. To power on 
and power off the equipment. 
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8. WORKING WITH THE LE400 

 
Switch on the equipment. The display will light up and will show the version e.g. 
“Pn1.9 LE -4 00”. If working with several devices, switch all of them on. (If one device 
is switched off it will block the local network. Disconnect the sync cable from this 
device to avoid this effect.). 

 
The display will then show the number assigned to the equipment e.g. “ 0 nE”. 
Afterwards, the initial test starts, showing the number 9 in all digits and counting 
down to 0. The equipment then goes to automatic or manual operating mode. 
 
Adjust the air flow supplied to each cage by means of the associated regulators until 
the desired value is shown on the indicator. 
 

 
The flow value depends on the animal, size, and so on. The following airflows are 
suggested for work with the LE405 gas analyzer: 
 
 

Animal Static (l/min) Dynamic (l/min) 

Mouse 0.2-0.4 0.3-0.7 

Rat 0.5-0.8 0.7-1.2 

Rabbit 1.5-2.0 1.8-2.4 

 
 
 
 
 

     
 

WARNING: In the event of any problem, remember to indicate the 
version number. 

     
 

WARNING: It is normal for a modification in one regulator to change 
the value in other cages. This is due to changes in the pressure 
generated by the pump. Therefore, every time a regulator is modified, 
check the flow in the other cages. 
It is recommended to check the airflow every 24 hours. 
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8.1.  MANUAL MODE 

 
Press the Auto/Manual key to enter manual mode. The associated pilot remains off in 
this mode. Notice that the time indicator also stays off in manual mode. 
 
In this mode the active chamber is selected by pressing the associated ON key or 
Room Air if you want to switch with the air in the room. 
 
The switched (or active) cage is shown by the blinking of the corresponding pilot.  
 

8.2.  AUTOMATIC MODE 

 
In automatic mode, the equipment performs a cyclic sequence with the selected cages 
and room air. When a complete cycle is performed, the system automatically starts 
over with a new cycle. The switching time then determines the time between each 
switch from one cage to another. 
 
To activate the automatic mode: 
 

 Press Auto/Manual until the corresponding pilot lights up. The time display 
shows the switching time. 

 Change the time value at your convenience using +/- keys (Under the default 
configuration of the LE405 analyzer, i.e. filters and so on, at least 3 min of 
switching time is recommended). 

 Press the ON key corresponding to the last cage to include in the cycle. The 
pilots of all previous chambers come on. If there are several LE400 units, 
pressing the ON key of one cage will select all cages in all units with an 
identification number lower than the unit with the pressed key. 

 
The active cage, that is the switched cage connected to the analyzer, is shown with 
the corresponding pilot blinking. 
 
The automatic cycle is repeated with all the cages that have their pilot light on. 
 
The sampling frequency of room air is set up in the “SE” switching sequence. To 
change this value see paragraph 9.2 ROOM AIR SAMPLING FREQUENCY. According 
to the configured value, the equipment will change the sampling frequency of room 
air to once per switch, once per 2 switches or once per 4 switches.  
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9.  SET-UP  

 
The LE400 makes it possible to configure the following parameters: 

 Number of air suppliers (equipment). 

 Room air sampling frequency. 

 Memorizing. 

 Units of time. 
The set-up of these parameters is described in the following paragraphs.  

9.1.  NUMBER OF AIR SUPPLIERS (EQUIPMENT) 

When working with more than one LE400, assign different numbers to each device, so 
that the information transmitted can be acknowledged. If working with only one 
LE400, the air supply unit must always be set to 0 (master). If another unit is added 
later, set the unit number to 1 and then successively up to unit number 9. 
 
To enter the device number set-up, press the Auto/Manual key when the display 
shows 8 in all digits during the initial test after the power is turned on. The cage 1 flow 
indicator will show “nE”, number of equipment. The number assigned to this unit will 
be shown on the time indicator. 
 

 Press the +/- keys to modify the value. 

 Press the Room Air key to record the changes, or press Auto/Manual to exit 
without saving any changes. 

9.2.  ROOM AIR SAMPLING FREQUENCY 

To change the room air sampling frequency:  
 
To enter the room air sampling frequency set-up, press the Auto/Manual key when 
the display shows 5 in all digits during the initial test after the power is switched on. 
The flow indicator of cage 1 will show “SE” and the number corresponding to the 
room air sampling mode will be shown on the time indicator according the following 
table: 
 

Nº SE  Room air sampling frequency 

0 
 

Automatic according to the selected switching time. 
If time< 5min the room air is sampled once every 4 cages. 
If 5min<time<10min the room air is sampled once every 4 
cages.  
If time >10 min room air is sampled with each cage switch. 

1 The room air is sampled after every cage switch. 

2 The room air is sampled once every 2 cage switches. 

4 The room air is sampled once every 4 cage switches. 
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 Press +/- keys to modify the value. 

 Press the Room Air key to record the changes or else press Auto/Manual to 
exit without saving any changes made. 

9.3.  MISCELLANEOUS SET-UP 

 
Switching time units can also be changed from minutes to seconds for special 
applications. A memorizing mode is also available. In memorizing mode, the 
equipment remembers the last operative selection, even in the event of a black-out. 
This setting is especially useful if there are frequents faults in the mains, and for long-
lasting experiments since it prevents the loss of experiment data due to faults in the 
mains. The equipment will start a new cycle when the voltage is recovered. In non-
memorizing mode, the equipment will start in automatic mode but without any 
selected cage. 
  
To enter the miscellaneous set-up configuration, press the Auto/Manual key when 
the display shows 3 in all digits during the initial test after the power is turned on. The 
flow indicator of cage 1 will show “nC” and the time indicator will show the number 
for the miscellaneous set-up according the following table: 
 
 

Nº nC Unit of time Memorizing 

0 Minutes No 

1 Minutes Yes 

2 Seconds No 

3 Seconds Yes 

 
 

 Press the +/- keys to modify the value. 

 Press the Room Air key to record the changes or press Auto/Manual to exit 
without saving any changes. 
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10. EQUIPMENT CONNECTION  

10.1.  ELECTRICAL CONNECTIONS 

The following figure shows electrical connections in a system with 3 LE400’s, one 
LE405 gas analyzer and a computer. 
 

 

Figure 9. Electrical connections. 

 
The next table lists the necessary connections: 
 

 FROM TO PURPOUSE 

1a LE405 Sync LE400 Sync Sync signal between LE405 and LE400 

1b LE400 Sync LE400 Sync Sync signal between LE400 and LE400 

1c LE400 Sync LE400 Sync Sync signal between LE400 and LE400 

2 LE405 RS232 PC Com port Connection with the computer 

 
 

     

 

WARNING: All Sync plugs and cables are identical, and can be 
interchanged at your convenience. Remember that this is not a local 
Ethernet inlet although the connector is the same. 
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10.2. PNEUMATIC CIRCUIT 

The following figure shows the pneumatic circuit in a system with one LE400, 4 cages 
and one LE405 gas analyzer. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Figure 10. Pneumatic circuit for one LE400. 

The arrows indicate the direction of airflow. 
 

 FROM TO Diameter of Tube 

1 LE400 Sample Outlet LE405 Sample Inlet 4mm+Nafion 

21 LE400 Cage N Outlet Cage N Inlet 6mm 

31 Cage N Outlet LE400 Cage N Inlet 4mm 

4 Air Inlet Room 4.5mm 

5 Air Inlet Room 9.5mm 

 
WARNING: The tubes 4 and 5 which respectively serve for sampling the 
room air and the air inlet to the pump must be placed as far away as 
possible from the fan outlet to prevent air pollution as electro valves 
system expels air from cages inside the equipment. Both tubes are 

attached and should be placed away from sources of air pollution. 
“Air pollution” refers to breathing from either animals or people. 
 

                                                 
1
 These connections are repeated for each cage. 
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WARNING: This equipment features a system that keeps the tube affixed 
into the Inlets and Outlets. Simply push the tube firmly to connect it. To 
remove any tube from the inlets or outlets (see next figure), press the 
plastic ring inwards (2) and then pull the tube to remove it (3). 

 
This type of connector is not used in tubes labeled 4 and 5 in Figure 10 and, these 
tubes are simply inserted into the nozzle pressure. 
 

Figure 11. Tube connection and disconnection. 

The following figure shows the pneumatic circuit in a system with two LE400’s, 8 
cages and one LE405 gas analyzer. 
 

Figure 12: Pneumatic circuit for two LE400. 

 

1

2

3

1

2

3
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The arrows indicate the direction of airflow. 
 

 FROM TO Tube  

12 LE400 Sample Outlet LE405 Sample Inlet 4mm+Nafion 

1’2 LE400 Sample Outlet LE400 Sample Outlet 4mm+T 

23 LE400 Cage N Outlet Cage N Inlet 6mm 

33 Cage N Outlet LE400 Cage N Inlet 4mm 

42 Air Inlet Room 4.5mm 

4’2 Air Inlet Room 4.5mm 

52 Air Inlet Room 9.5mm 

5’2 Air Inlet Room 9.5mm 

                                                 
2
 These connections are repeated for each control unit LE400X. 

3
 These connections are repeated for each cage. 
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11. PROCEDURE FOR REPLACING THE AIR INLET FILTERS 

 
The tubes that are connected to the air inlet nozzles of the LE400X carry a filter at the 
other end that prevents solid particles from entering the system. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Figure 13: Air Inlet filters. 

 

 The larger diameter tube is used to provide air to the pump and is fitted with a 
0.3 µm filter. 

 

 The smallest tube is used to sample the room air; it is fitted with a 0.45 µm 
filter. 

 

11.1. ROOM AIR FILTER CHANGE 

To change the Room Air filter, e. g. 0.45µm filter, simply 
turn the filter counterclockwise while holding the white tube 
connector. 
 
To place the new filter, drop it into the white luer connector, 
and turn the knob clockwise to lock it into position. 
 
 

Figure 14: 0.45µm filter change. 

FILTERS: 
 

 

 

 

 

0.3 µm 
 

 

 

 

 

0.45µm 



 

 Air flow and switching unit 

 22 

11.2. PUMP FILTER CHANGE 

The 0.3 µm is a one direction filter with an input 
side (labeled) and an output side (unlabeled). 
This filter should be checked weekly and has to 
be replaced if it is dirty or clogged. 
To change the filter pump, first remove the dirty 
filter by pushing it out from the tube. Then press 
firmly to connect the output side (unlabeled 
side) of the new filter to the room air tube. 

 

Figure 15: 0.3µm filter change. 

WARNING: The status of the filters should be checked weekly. It is 
important the correct position of the filter. The labeled side of the filter 
has to face the fluid. The unlabeled side of the filter has to be connected 
to the tube. 

 

12. ROOM AIR RESERVOIR 

 
It is strongly recommended that the incurrent room air into the cages be sourced from 
an air stable location with reduced oxygen and carbon dioxide concentration 
fluctuations such as an air tank or a more stable air location outside the facility. If this 
condition cannot be met then the fluctuations could be reduced by placing the room 
air tubes inside a reservoir or carboy. The reservoir volume must be of at least 10-50 
liters or more.    
The LE1334 room air reservoir provides a feasible solution to 
reduce the referenced room air fluctuations. It should be placed 
in an air stable location inside or outside the room.  
Each LE1334 can be connected to up to two LE400 air suppliers. 
In order to connect the LE400 to the LE1334, the filters of the 
room air tubes must be first removed (Figure 12). Then proceed 
to connect the tubes to the corresponding inlet in the cover of 
the reservoir (Figure 15).  
 

  

 
 
 

Figure 15. Air reservoir 
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13. TROUBLESHOOTING 

 

ISSUE SOLUTION 

The equipment does not turn 
on. 
 

 Check that the mains voltage is the same for 
which the pool is designed. 

 Check that the mains cable is connected. 
 

The system doesn´t 
recognize all the connected 
air suppliers. 

 Check that all the sync cables are properly 
connected between the air suppliers. Refer to 
section 10.1 to find more information on this. 

 Check that every LE400 has a consecutive and 
different identification number assigned to it. 
Refer to section 9.1 in order to complete this 
task. 

When adjusting the flow of a 
channel with the regulator 
button, the flow doesn´t 
increase properly. 

 Check the 0.3 µm filter located in the room air 
tube and replace it if dirty. Refer to section 
11.2 in order to complete this task. 

 If the problem persists, contact the technical 
support team. 

The flow indicator in the 
channels drifts down along an 
experimental session with 
Metabolism. 

 Check the 0.3 µm filter located in the room air 
tube and replace it if dirty. 

 Check if the room air tubes are not collapsed 
or bent. 

The sampled room air is very 
unstable during the 
experiment. 

 Put the room air tubes away from the chamber 
inlets in the back of the equipment preferably 
oriented to a stable air source location of the 
room. 

 Use an empty carboy or other air chamber as a 
buffer reservoir. Refer to section 12 for more 
information. 

The active cage is not 
properly shown on the front 
panel of the LE405. 

 Verify the correct connection of the cable RJ45 
between the LE405 and the LE400 device. 

 Refer to troubleshooting section of the LE405 
user manual for more directions on this issue. 

There is no change in the O2, 
CO2 gas concentrations 
when the system changes the 
active channel from room air 
to cage. 

 Verify the correct connection of the cage tubes 
to the channel air inlet and outlet in the back 
of the equipment.  

 Refer to troubleshooting section of the LE405 
user manual for more directions on this issue. 
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14. TECHNICAL SPECIFICATIONS 

POWER SUPPLY 
Input voltage: 
Frequency: 
Input surge current: 
Fuse type: 
Maximum Power: 
Conducted Noise: 
Safety Ground Leakage Current: 

 
Universal 90 to 240 VAC  
50 / 60Hz 
<18 A at 115VAC/ <36 A at 230VAC 
2 A  T delayed fusion 
25 W 
EN55022 /CISPR22/CISPR16 class B 
0.62 mA maximum at 130 V 
1.0 mA maximum at 230V 

GENERAL SPECIFICATIONS 
Warm-up time: 
Maximum pressure at inlet: 
Adjusted flow range: 
Display resolution: 
Switching time range: 
Cages per equipment: 
Maximum number of equipment: 
Maximum number of cages: 
Flow adjust: 
Operation modes: 
Anti-blackout system: 
Room air switching sequence: 
Room air switching time: 
Acoustic Noise: 

 
<1 min  
0.1 kg/cm

2 

0-2.5 l/min 
0.1 l/min 
1-99 min 
4 
10 
40 for each analyzer 
An independent regulator for each cage 
Automatic / Manual 
Yes 
Configurable 
0-5 min limited 
38 dBA 

FLOW SENSOR 
Technology: 
Number of sensors: 
Measurement range: 
Internal Resolution: 
Linearity: 
Noise: 
Repeat accuracy / Accuracy: 

 
Thermal Mass Flow  
One for each channel (cage) 
0-2.5 l/min 
0.01 l/min 
0.1 l/min 
< 0.01 l/min 
+-3% F.S. max 25ºC / +- 4% F.S. 

PUMP 
Technology: 
Life: 
Maximum flow at free air: 

 
Membrane Linear Pump  
>30,000 hours 
15 l/min 

ANALOGIC SIGNAL OUTPUTS 
Connectors: 
Event Marker: 
Flow Output: 
Flow accuracy: 

 
Panel BNC female 
0-5 V in steps of  0.5 V for each cage  
0.1-4.7V  1.8V/l/min      
+/-1% F.S. 

ENVIRONMENTAL CONDITIONS 
Operating temperature: 
Operating Relative Humidity: 
Storage temperature: 

 
10°C to +50°C 
0% to 85% RH, non-condensing 
0°C to +65°C, non-condensing 

USB OUTPUT 
Version: 
Connector: 

 
1.1 Low Speed (1.5Mbits/s) 
Type B 

DIMENSIONS 
Width x Height x Depth: 
Weight: 

 
230 x 155 x 310 mm  
6.3 kg 
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DECLARACIÓN DE CONFORMIDAD 
DECLARATION OF CONFORMITY 
DECLARATION DE CONFORMITÉ 

 
Nombre del fabricante: 
Manufacturer’s name: 
Nom du fabricant: 
 

 
Panlab s.l.u. 
www.panlab.com 
info@panlab.com 

 
Dirección del fabricante: 
Manufacturer’s address: 
Adresse du fabricant: 
 

Energía, 112 
08940 Cornellà de Llobregat 
Barcelona SPAIN 

Declara bajo su responsabilidad que el producto: 
Declares under  his responsibility that the product: 
Déclare sous sa responsabilité que le produit: 

AIR SUPPLY & SWITCHING 

  

 
Marca / Brand / Marque: 

 
PANLAB 

 
Modelo / Model / Modèle: 

 
LE400 

 
Cumple los requisitos esenciales establecidos por la Unión Europea en las directivas siguientes: 
Fulfils the essential requirements established by The European Union in the following directives: 
Remplit les exigences essentielles établies pour l’Union Européenne selon les directives suivantes: 
 

2006/95/EC                              
2004/108/EC 
2012/19/EU  
 
 
2011/65/EU 
 
 
 
 
2006/42/EC 

Directiva de baja tensión / Low Voltage  / Basse tensión 
Directiva EMC / EMC Directive / Directive CEM 
La Directiva de Residuos de Aparatos Eléctricos y Electrónicos (WEEE) / The 
Waste Electrical and Electronic Equipment Directive (WEEE) / Les déchets 
d'équipements électriques et électroniques (WEEE) 
Restricción de ciertas Sustancias Peligrosas en aparatos eléctricos y electrónicos  
(ROHS) / Restriction of the use of certain Hazardous Substances in electrical and 
electronic equipment (ROHS) / Restriction de l'utilisation de certaines 
substances dangereuses dans les équipements électriques et électroniques 
(ROHS) 
Directiva mecánica / Machinery directive / Directive mécanique 
 

Para su evaluación se han aplicado las normas armonizadas siguientes: 
For its evaluation, the following harmonized standards were applied: 
Pour son évaluation, nous avons appliqué les normes harmonisées suivantes: 
 

Seguridad / Safety / Sécurité:  EN61010-1:2011 
EMC:    EN61326-1:2012 Class B 
FCC:     FCC47CFR 15B Class B 
Safety of machinery:   EN ISO 12100:2010 
 

En consecuencia, este producto puede incorporar el marcado CE y FCC: 
Consequently, this product can incorporate the CE marking and FCC:  
En conséquence, ce produit peut incorporer le marquage CE et FCC:  

 

En representación del fabricante: 
Manufacturer’s representative: 
En représentation du fabricant: 

 
 
Carme Canalís 
General Manager 
Panlab s.l.u., a division of Harvard BioScience 

Cornellà de Llobregat, Spain 
30/04/2014 

 

http://www.panlab.com/
mailto:info@panlab.com


 

 Air flow and switching unit 

 26 

 


